MicrotoxOmni Test Report

Date: 7/29/2010 12:22 PM

Test Protocol: Phenol Standard

Sample: Phenol072910

Toxicant: -

Reagent Lot no.: -

Test description: -

Test name: Phenol072910

Database file: C:\Program Files\MicrotoxOmni\db1lbtmd

Plot of Gamma vs Concentration

# - used in calculation; * - invalid data; D - delé from calcs.

Plot of %Effect vs Concentration

Calculations on 5 Mins data:

EC50 Concentration:25.92mg/L (95% confidence ra2@e46 to 32.83)

95% Confidence Factor: 1.267
Estimating Equation:LOG C =0.9798 x LOG G +1.414
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5 Mins Data:
Sample Conc lo It Gamma % effect
Control 0.000 90.58 85.85 0.9478 #
Control 0.000 116.94 116.300.9945#
1 0.3867 94.95 91.90 0.0033* 0.3373%
2 0.3867 104.64 102.58-0.0093 * -0.9432%
3 0.7734 8150 83.02-0.0466* -4.891%
4  0.7734 113.17 109.260.0059 * 0.5873%
5 1.547 117.50 109.900.0383 * 3.690%
6 1.547 108.70 107.44-0.0174* -1.777%
7 3.094 115.29 102.840.0887 # 8.149%
8 3.094 116.33 98.49 0.1471# 12.82%
9 6.188 118.30 88.77 0.2942# 22.73%
10 6.188 118.49 96.81 0.1886# 15.87%
11 12.38 122.62 77.06 0.5453# 35.29%
12 12.38 134.83 86.82 0.5082# 33.70%
13 2475 9277 4251 1.119# 52.82%
14 2475 122.83 59.20 1.015# 50.37%
15 4950 115.25 37.37 1.995# 66.61%
16 4950 122.47 55.05 1.161# 53.72%



Coeff. of Determination (R?):0.9454
Slope: 0.9649
Correction Factor: 0.9712
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